Quantification of left-to-right shunt in patent ductus arteriosus with the PISA method.
Direct Doppler echocardiographic calculation of shunt flow in patent ductus arteriosus (PDA) may be difficult because the orifice area is not well visualized. We used proximal isovelocity surface area (PISA) method to calculate the effective shunt orifice area and the shunt volume in a patient with PDA. The PISA calculation correlated well with shunt estimation by echocardiographic volumetric methods and by oximetry.